Introduction
============

Inappropriate therapy (IT) remains a significant source of morbidity and mortality in implantable cardioverter defibrillator (ICD) recipients.[@b1-ccrep-6-2013-183],[@b2-ccrep-6-2013-183] Moreover, the occurrence of slow ventricular tachycardia (VT) leads physicians to program a detection zone with lower rates, exposing a patient to the risk of IT. The PR Logic^™^ is the conventional algorithm behind Medtronic ICD devices (Medtronic, Inc, Minneapolis, MN, USA) that allows for the discrimination of supra-VT from ventricular arrhythmias. Its main function is based on analysis of the rate, pattern, regularity, and atrioventricular (AV) dissociation.

Case Presentation
=================

A 70-year-old male patient was the recipient of the Medtronic Gem III DR 7275 ICD (Medtronic, Inc) implanted in 2006. He presented with three repetitive shocks after moderate physical exercise. He had an ischemic cardiomyopathy and was treated with amiodarone and beta-blockers. The patient record showed a previous slow VT (at \~115 bpm), for which overdrive pacing was efficient; accordingly, programming was "too valiant" and was performed to detect slow VT at rates \>100 bpm, fast VT (FVT) \>150 bpm (via VT), and ventricular fibrillation (VF) \>188 bpm ([Fig. 1](#f1-ccrep-6-2013-183){ref-type="fig"}). Of note, the only therapy in the VT zone was antitachycardia pacing (ATP). Device interrogation showed an initial FVT episode (cycle length of \~380 ms), which was efficiently treated with ATP (burst), followed by five ITs, including three shocks during the redetection phase ([Fig. 2](#f2-ccrep-6-2013-183){ref-type="fig"}). After the last shock, therapy was exhausted and the episode was regarded as persistent for more than 1 hour, until the heart rate slowed down below 100 bpm.

Discussion
==========

The "unfolding" and analysis of the device's "black box" explained what happened: there was both a technical and a human cause or "error." Initially, and during moderate exercise, there was a sinus tachycardia (ST) (cycle length \~570 ms), which was well detected by the PR Logic^™^ ; then, FVT (TF) was detected and efficiently treated with ATP (burst) ([Figs. 3A and 3B](#f3-ccrep-6-2013-183){ref-type="fig"}). Thereafter, the redetection phase was initiated, and the strips showed that the patient was in ST with an average cycle length of 570 ms. Nevertheless, the markers showed that the device detected FVT (TF), and continued to successively deliver therapies (ramp, ramp+) ([Figs. 4A and 4B](#f4-ccrep-6-2013-183){ref-type="fig"}). Then, three successive shocks were administered ([Figs. 5A and 5B](#f5-ccrep-6-2013-183){ref-type="fig"}).

The PR Logic^™^ algorithm was efficient and could classify the initial rhythm as ST; nevertheless, in the redetection phase, the ST was classified as FVT. This is "normal" behavior for the device during redetection, and it can be explained by two phenomena: 1) the PR Logic^™^ is not functional in the redetection phase, and so ST was detected as VT; and 2) ZONE MERGING resulted, whereby VT was considered and treated as FVT. Zone Merging is a feature in Medtronic ICD which is functional during redetection, it allows to merge a VT to a FVT zone (when FVT is programmed via VT) or a FVT to a VF zone (when FVT is programmed via VF); the objective is to compel a more aggressive therapy during re-detection for a maximum safety.

Supra-VT with 1:1 conduction, including ST, accounts for more than 60% of IT in ICD recipient patients.[@b3-ccrep-6-2013-183] The PR Logic™ is efficient for discriminating supra-VT; however, the algorithm is not functional during redetection, and this yielded a "logical" storm. Enhanced PR Logic™ adds wavelet (morphology) discrimination capabilities, and is available in the new generations of Medtronic the ICD devices (ie, Protecta™ DR);[@b4-ccrep-6-2013-183] The Wavelet operation aims to discriminate supra-VT form VT and it is based on initial collection of normal electrograms stored as template, then a matching operation occurs with electrograms collected during an event. However, wavelet operation is only functional during initial detection, supraventricular discrimination criteria in the redetection phase is still not available, and this is a primary concern that electrophysiologists have to deal with in patients with slow VT.

In this patient, avoidance of ST (such as through medical therapy and lifestyle changes) is of utmost importance; one can consider a rate-lowering agent like ivabradine in this context.[@b5-ccrep-6-2013-183] Moreover, regular follow up and tailored programming are essential in decreasing the risk of IT (ie, through programming the VT detection rate above 110 bpm with only ATP therapy in the slow VT zone, while keeping FVT via VT with an increase in the detection rate up to 166 bpm, along with an increase in the number of intervals to redetect ventricular arrhythmia \[Re-NID\]). However, if slow VT cannot be managed with medications and programming, one should consider VT ablation in this context. Slow VT is usually inducible with programmed ventricular stimulation allowing a satisfactory activation mapping yielding a relatively high success rate during ablation.

Conclusion
==========

Programming very low VT detection rate, together with zone merging and non-functional PR Logic™ during the redetection phase were basically at the origin of the IT; reprogramming higher VT and FVT detection rates, along with longer re-NID, is useful for decreasing the risk of recurrent IT.
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![Initial ventricular arrhythmia detection parameters, with SVT criteria as shown.](ccrep-6-2013-183f1){#f1-ccrep-6-2013-183}

![After first efficient therapy for FVT (burst), five inappropriate therapies occurred, including three shocks of 10.0 J, 19.7 J, and 29.9 J.](ccrep-6-2013-183f2){#f2-ccrep-6-2013-183}

![(**A**) Initial sinus tachcyardia (CL 570 ms) was well detected; then, a FVT (CL \~370 ms) occurred. (**B**) ATP (burst) was efficient for FVT therapy; nevertheless, the posttherapy rhythm in sinus tachycardia (CL \~570 ms) is marked as FVT by the markers.](ccrep-6-2013-183f3){#f3-ccrep-6-2013-183}

###### 

(**A**) ATP therapy delivered in sinus rhythm (CL \~570 ms). (**B**) Another sequence of ATP therapy is delivered in sinus rhythm (CL \~560 ms).
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![(**A**) A shock of 10 J is delivered for a sinus tachycardia (CL \~570 ms). (**B**) Another shock of 29.9 J is delivered for a sinus rhythm (CL \~560 ms).](ccrep-6-2013-183f5){#f5-ccrep-6-2013-183}
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